Light produced by a laser plasma light source (LPLS) is used to perform optical reflectivity measurements on single crystals from 5 to 40 eV in a single experiment. The intense continuum generated by the rare-earth plasma allows a significantly higher resolution above 15 eV and extends the measurements to higher energies than those attainable with other laboratory based light sources. This is the first application of a LPLS to vacuum ultraviolet spectroscopy of solids and we demonstrate this capability on two insulating materials, a-Al 2 0 3 and MgA1 2 0 4 • A powerful laser pulse incident on a metal surface produces a dense, high-temperature plasma. Upon relaxation the plasma emits line as well as continuum radiation, and laser plasma light sources (LPLS) yield bright time-resolved pulses extending from the visible to the soft x-ray region.
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1 There has been extensive study oflaser plasma generation directed at enhancing desired spectral output. In general, the choice of target material determines the balance between line and continuum emission while the laser energy and pulse width affect the intensity and duration of the plasma radiation. To date, the development of plasma light sources has focused on the production of soft x rays for pumping noble gas UV lasers, 2 lithography and microscopy applications, 3 and time-resolved gas phase fluorescence spectroscopy. 4 Yet very little effort has been directed at the vacuum ultraviolet (VUV) region relevant to electronic structure research. This may seem surprising since no conventional laboratory-based light source generates useful continuum above 15 eV. However, plasma-based light sources have poor imaging and stability properties due to ablated target material and contamination of windows, mirrors, and other optical elements, making measurements on materials very difficult. Previously demonstrated applications did not require imaging the plasma light off a solid sample or long-term source stability. However, when certain metal targets are used, plasma light sources generate linefree continuum over the range 2-50 eV, making them potentially ideal VUV light sources.
5
In this letter we describe the first application of a LPLS to the study of the optical properties of materials. We have coupled the light from a laser-produced Samarium plasma into the optical path of a normal incidence spectrophotometer, and present absolute reflectivity measurements from 5 to 40 eV on single crystals of a-Al 2 0 3 , for which results over a limited energy range are available in the literature, and cal drive to ensure a clean surface for each pulse and can be surrounded by 1 Torr of either He or Ar. The gas reduces the expansion rate of the plasma leading to more intense output and order sorts the light when making measurements at longer wavelengths (HecutolT =50 nm, Arcutoff = 80 nm).
The source chamber is separated from the ultrahigh vacuum (UHV) environment of the spectrometer by a difl:"erential pumping arrangement consisting of two apertures and a small intermediate chamber. The source chamber is mechanically pumped while the intermediate chamber and spectrophotometer are independently turbopumped; pressures under normal operation are 1, w--· 4 , and w-7 Torr, respectively. The first aperture is a microcapillaxy plate with a 50 11m pore diameter, the second aperture is an array of 1-mm-diam tubes, and each aperture has a length which yields an/number of 40. Apertures are mounted so that the pore axis can be aligned with the optical path of the spectrometer. The distance between the rod and the capillary plate is 5 em, and the distance between the plate and the second aperture is 10 em. This configuration eliminates Sm contamination of the spectrophotometer, as judged by a quartz crystal oscillator positioned directly above the second aperture.
Contamination of the microcapillary piate reduces the long-term stability of the plasma light, and the angular position on the Sm target rod where the plasma is produced affects the direction of the radially emitted Sm plume. As the position approaches the vertical optical path of the spectrometer, imaging efficiency increases, but Sm contamination of the microcapillary plate also increases. As the position approaches the horizontal laser beam path the opposite effects occur, and an angular position of 45° is a com- promise between imaging efficiency and system cleanliness. Contamination of the microcapiliary plate is further minimized by positioning the filter gas inlet above the Srn rod at a right angle to the optical path, deflecting the plume. While the shot-to-shot variation in plasma light intensity caused by instability in the laser pulse is roughly 5%, the average plasma intensity is very stable and aHows continual operation for over 10 7 shots during which time no decrease in intensity is observed.
The cone of plasma-produced white light exits the second aperture and is focused by a spherical mirror onto either a sample or an iridium reference mirror. The spot size on the sample or reference mirror surface is estimated to be 3 mm in diameter. Details concerning the grating polychromator and detection system will be described in a future publication. Briefly, the reflected component passes through a 100 p,m entrance slit and is dispersed by a 1m, normal incidence, Ircoated, 1800 groove/rom concave diffraction grating. Detection is performed dispersively using a sodium salicylate focal plane phosphor that is fiberoptic-coupled to an imageintensified, 1 024-element photodiode array with roughly single-photon sensitivity. The grating dispersion and detection optics allow data collection at 23-nm-wide intervals, with a photon flux on the order of 500 counts/shot/nm. Between 2 14 and 2 15 counts are necessary to obtain the signal/noise ratio in the data presented here, and a complete data set consists of 11 separate 1024 point reflectivities from both the sample and reference mirror. At a 20 Hz repetition rate, data collection for all 11 regions takes 2 h, during which no drift in the LPLS stability or alignment is detected. The determination of absolute reflectivity magnitudes requires the reflectivity of the iridium reference mirror, measured in a separate instrument. The plasma continuum coupled with this detection scheme yields a constant wavelength point resolution of 1 A and reflectivity magnitudes reproducible from separate data sets to within t:..R !R = 5%.
Samples used in this study were Union Carbide single crystals of ( 0001) oriented a-Al 2 0 3 and a geological sample ofMgAl 2 0 4 • The choice of these materials was motivated by the increasing importance of oxide materials and the limited information about their fundamental electronic structure. Surface quality is critical for accurate reflectivity measurements and surfaces were polished with a 1 pm diamond paste followed by the removal of a minimum of 40 Jim of material using a colloidal silica chemical-mechanical polish. This last step is essential to obtain accurate reflectivities without damage or strain-induced broadening. Figure 2 shows the measured normal incidence reflectivities for Al 2 0 3 and MgA1 2 0 4 from 5 to 40eV, The data have not been smoothed. The Al 2 0 3 reflectivity exhibits an excitonic transition at 9.1 eV associated with the fundamental absorption edge, and we clearly resolve higher energy reflectivity features at 12.0, 12.9, 14.9, 17.4, 19 .0, and 21.8 eV. We also observe a reflectivity peak at 32 eV which we identify as a transition from the 0 2s lower valence band. Previous results from 8.5 to 28.5 e V show only a broad reflectivity band peaked at 13 and 20 e V, with no other features resolved. 7 The reflectivity for MgA1 2 0 4 has not been previously reported, The transmission cutoff for MgA1 2 0 4 is 7.25 eV. We observe impurity absorption at 6.4 eV and a large reflectivity peak at 8.1 eV, corresponding to the onset of intrinsic absorption. At higher photon energies the MgA1 2 0 4 reflectivity shows significant structure including peaks at 12. 2, 15.5, 20.0, 21.7 eV, a shoulder at 24.1 eV, and a band that extends to 35 eV.
By photon energies of 40 eV, the reflectivities of both Al 2 0 3 and MgA1 2 0 4 drop to less than 1%, indicating that we have exhausted the dielectric response functions and demonstrating that the LPLS coupled to this spectrometer allows one to perform reflectivity measurements over the entire range of interband transitions in insulating materials. Figure 3 shows the calculated optical conductivities for Al 2 0, and MgAl 2 0 4 • The fast Fourier transform based Krarners-Kronig technique used to calculate the optical properties has been described previously. 8 As an external verification of our measurements and our calculation we have performed electron energy loss experiments on Al 2 0 3 and MgA1 2 0 4 , and they agree well with peaks in the calculated Im( 1/E), as expected from classical dielectric theory. It is important to note that ( 1) the LPLS allows measurements to over 40 eV, so that fundamentally the high-energy extrapolation used in the Kramers-Kronig analysis introduces a minimum error, and (2) the LPLS continuum output coupled with the dispersive detection yields a much higher energy resolution at photon energies above 15 e V than attainable with other laboratory-based light sources. Previous attempts at analysis of oxide reflectivity data were hampered by poor resolution at high energies, and modulation techniques that proved so helpful in determining the critical point structure of semiconductors were not applied to oxides. However, the data presented here allow a rigorous critical point analysis, and wm be the subject of a future publication."
While most work on laser plasma light sources focuses on the soft x~ray region, the Sm LPLS generates right throughout the UV with intensity peaking at about 50 eV befor; dropping off gradualiy.
10 Our instrument is limited to 40 eV by the normal incidence iridium reflections necessary to perform the reflectivity measurement, but the use of grazing incidence optics would allow a variety of experiments to be performed in the XUV or soft x-ray region. Furthermore, while the measurements presented here arc not timeresolved, plasma light duration is limited only by the laser pump pulse and plasma relaxation processes. In general, shorter pulse, higher intensity, higher repetition rate laser pulses decrease the amount of target material contamination, 1 1 and we do not anticipate that any change would be necessary in the source or imaging configuration described here to perform time-resolved measurements.
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